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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Animal 
and vegetables fats and oils (TC 23) and published by the Ethiopian Standards Agency (ESA). 

The standard is identical with ISO 6883:2007, Animal and vegetable fats and oils - 
Determination of conventional mass per volume (litre weight in air), published by International 
Organization for Standardization (ISO). 

For the purpose of this Ethiopian Standard, the adopted text shall be modified as follows. 

• The phrase "International Standard" shall be read as "Ethiopian Standard"; and 

• A full stop (.) shall substitute comma (,) as decimal marker. 
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Animal and vegetable fats and oils — Determination of 
conventional mass per volume (litre weight in air) 



1 Scope 

This International Standard specifies a method for the determination of the conventional mass per volume 
("litre weight in air") of animal and vegetable fats and oils (hereinafter referred to as fats) in order to convert 
volume to mass or mass to volume. 

The procedure is applicable only to fats in a liquid state. 

The temperature of determination applied for any fat should be such that the fat does not deposit crystals at 
that temperature. 



2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 661 , Animal and vegetable fats and oils — Preparation of test sample 

ISO 3507, Laboratory glassware — Pyknometers 

3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

conventional mass per volume 

litre weight in air 

quotient of the mass in air of fat to its volume at a given temperature 

NOTE It is expressed in kilograms per litre (numerically equal to grams per millllitre). 

4 Principle 

The mass of a volume of liquid fat in a calibrated pyknometer is measured at a specified temperature. 

5 Apparatus 

Usual laboratory apparatus and, in particular, the following. 

5.1 Water bath, capable of being maintained to within 0,1 °C of the temperatures chosen for the calibration 
and determination. 
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It should be fitted with a calibrated thermometer, graduated in divisions of 0,1 °C covering the relevant 
temperature range. 

5.2 Pyknometer (Jaulmes), of capacity 50 ml, with side-arm. 

It should be fitted by means of conical joints with a calibrated thermometer graduated in divisions of 0,1 °C 
and with a cap perforated at the top for the side-arm (see Figure 1 ). 

The pyknometer should preferably be made of borosilicate glass, but if this is not available then one made of 
soda glass may be used. 

NOTE The cap is only essential if the determination is carried out at a temperature below ambient. 

Alternatively, the Type 3 (Gay-Lussac) pyknometer (see Figure 2) specified in ISO 3507 may be used; 
however, the use of a pyknometer with thermometer is preferred. 
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Figure 1 — Jaulmes pyknometer 



Figure 2 — Gay-Lussac pyknometer 



6 Sampling 

A representative sample should have been sent to the laboratory. It should not have been damaged or 
changed during transport or storage. 

Sampling is not part of the method specified in this International Standard. A recommended sampling method 
is given in ISO 5555. 



©ESA 



ES ISO 6883:2012 



7 Preparation of test sample 

Prepare the test sample in accordance with ISO 661 , but do not filter or dry it. 
Take care not to include air bubbles in the fat. 

8 Procedure 

8.1 Calibration of pyknometer 

8.1.1 Calibrate the pyknometer (5.2) at least once a year, and at least in duplicate, by the procedure 
described in 8.1.2. Calibrate a pyknometer made of soda glass at least once every 3 months, at least in 
duplicate. 

NOTE The calibration procedure described is used to determine the volume of the pyknometer when filled with water 

at the temperature 9^. 

8.1 .2 Calibrate the pyknometer at the following temperatures: 

a) at 40 °C if the mean coefficient of cubic expansion {y) of the pyknometer glass is known; 

b) at 20 °C and 60 °C if y is not known. 

8.1.3 Clean and thoroughly dry the pyknometer. Weigh, to the nearest 0,1 mg, the empty pyknometer with 
the thermometer and cap or with the stopper (m^). 

Bring recently distilled water or water of equivalent purity, free from air, to a temperature approximately 5 °C 
below the temperature of the water bath. Remove the thermometer and cap (or the stopper) and fill the 
pyknometer with the prepared water. Replace the thermometer or stopper. Take care not to include air 
bubbles during these operations. Place the filled pyknometer in the water bath, so that it is immersed up to the 
middle of its conical socket, until the contents have reached a stable temperature (which takes about 1 h). 
Allow the water to overflow from the side arm or stopper outlet. Record the temperature, 0^, of the pyknometer 
contents to the nearest 0,1 °C. Carefully remove any water that has overflowed from the top and side of the 
side-arm or stopper. Place the cap on the side-arm. Remove the pyknometer from the water bath, wiping it 
thoroughly with fluff-free material until dry. Allow its temperature to reach ambient. 

Weigh the full pyknometer with the thermometer and cap, or with the stopper, to the nearest 0,1 mg {m2). 

If the value of /for the pyknometer glass is not known, adjust the water bath to the desired second calibration 
temperature and repeat the calibration procedure. 

8.2 Determination 

8.2.1 General 

For a temperature of determination below ambient temperature, use a Jaulmes pyknometer. 

Clean and thoroughly dry the pyknometer. Weigh, to the nearest 0,1 mg, the empty pyknometer with the 
thermometer and cap or with the stopper. 

Adjust the water bath (5.1) to a temperature that does not vary by more than 1 °C from the temperature 
required for the determination, i.e. the temperature at the time of measurement of the fat in the bulk tank. 

Bring the prepared test sample (Clause 7) to a temperature of 3 °C to 5 °C below the temperature of the water 
bath. Mix carefully. 



©ESA 



ES ISO 6883:2012 



8.2.2 Fats which are solid at ambient temperatures 

Heat the test sample (Clause 7) to approximately 5 °C to 10 °C above its melting point. Stir until all the 
crystals are seen to be dissolved completely. Follow the procedure given in 8.2.1, allowing the full pyknometer 
to cool before weighing it. 

8.2.3 Using the Jaulmes pyknometer 

Weigh, to the nearest 0,1 mg, the empty pyknometer with the thermometer and cap. 

Remove the cap from the side-arm and replace it by a short piece of flexible plastic tubing (3 cm to 5 cm) to 
form a watertight joint. Fill the pyknometer with the test sample and replace the thermometer, taking care not 
to include air bubbles. 

NOTE Some of the sample rises into the plastic tube and is then able to expand or contract, as appropriate. 

Immerse the filled pyknometer, up to the middle of its conical socket, for 2 h in the water bath (5.1) maintained 
at the temperature chosen for the determination, to allow the contents to reach this temperature. Remove the 
filled plastic tube with thumb and forefinger and wipe dry the surplus sample from the outlet. Replace the cap. 
Record the temperature, 0^, of the pyknometer to the nearest 0,1 °C. 

Remove the pyknometer from the water bath, wiping it carefully with fluff-free material until dry. Allow its 
temperature to reach ambient, then weigh, to the nearest 0,1 mg, the full pyknometer with the thermometer 
and cap (^3). 

8.2.4 Using the Gay-Lussac pyknometer 

Weigh, to the nearest 0,1 mg, the empty pyknometer with the stopper. 

Fill the pyknometer with the test sample (Clause 7) and replace the stopper, taking care not to include air 
bubbles. Immerse the filled pyknometer, up to the middle of its conical socket, for 2 h in the water bath (5.1) 
maintained at the temperature chosen for the determination, to allow the contents to reach this temperature. 

Allow the sample to overflow and wipe the surplus from the outlet. Record the temperature, 0^, of the water 
bath to the nearest 0,1 °C. Wipe dry the surplus from the outlet. 

Remove the pyknometer from the water bath, wiping it carefully with fluff-free material until dry. Allow its 
temperature to reach ambient, then weigh, to the nearest 0,1 mg, the full pyknometer with stopper (m^). 

9 Expression of results 

9.1 Calculation of the volume of the pyknometer 

Calculate the volume of the pyknometer at the calibration temperature 0^ by Equation (1 ): 

y^^^HA^^ (1) 

where 

V^ is the volume, in millilitres, of the pyknometer at calibration temperature 0^; 

m2 is the mass, in grams, of the pyknometer filled with water, including thermometer and cap or 
stopper; 

m-^ is the mass, in grams, of the empty pyknometer with thermometer and cap or with stopper; 

p^ is the conventional mass per volume of water at calibration temperature 0^, in grams per millilitre 
(deduce p^ from Table 1 , if necessary by interpolation). 
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Table 1 — Conventional mass per volume ("litre weight in air") of water 
at temperatures from 15 °C to 65 °C 



Temperature 


"Litre weight in air" 


Temperature 


"Litre weight in air" 


Temperature 


"Litre weight in air" 


e 


Av 


e 


Aa/ 


e 


Av 


°c 


g/ml 


°c 


g/ml 


°c 


g/ml 


15 


0,998 05 


35 


0,992 98 


55 


0,984 65 


16 


0,997 89 


36 


0,992 64 


56 


0,984 16 


17 


0,997 72 


37 


0,992 28 


57 


0,983 67 


18 


0,997 54 


38 


0,991 92 


58 


0,983 17 


19 


0,997 35 


39 


0,991 55 


59 


0,982 67 


20 


0,997 15 


40 


0,991 17 


60 


0,982 17 


21 


0,996 94 


41 


0,990 79 


61 


0,981 65 


22 


0,996 72 


42 


0,990 39 


62 


0,981 13 


23 


0,996 49 


43 


0,989 99 


63 


0,980 60 


24 


0,996 24 


44 


0,989 58 


64 


0,980 06 


25 


0,995 99 


45 


0,989 17 


65 


0,979 52 


26 


0,995 73 


46 


0,988 74 






27 


0,995 46 


47 


0,988 32 






28 


0,995 18 


48 


0,987 88 






29 


0,994 90 


49 


0,987 44 






30 


0,994 60 


50 


0,986 99 






31 


0,994 29 


51 


0,986 54 






32 


0,993 98 


52 


0,986 07 






33 


0,993 65 


53 


0,985 61 






34 


0,993 32 


54 


0,985 13 







If the mean coefficient of cubic expansion {y) of tine pyknometer glass is not known, calculate y from the 
calibration results at 20 °C and 60 °C by Equation (2): 



r 



^c2-^c1 



^cl(^2-^l) 

where 

Y is the mean coefficient of cubic expansion of the pyknometer glass, per degree Celsius; 

V^2 's ^^ volume, in millilitres, of the pyknometer at calibration temperature 62, 

V^y is the volume, in millilitres of the pyknometer at calibration temperature 6^ ; 

9y is the temperature, in degrees Celsius, close to 60 °C, at which the pyknometer was calibrated; 

6*2 is the temperature, in degrees Celsius, close to 20 °C, at which the pyknometer was calibrated. 



(2) 
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NOTE The mean coefficient of cubic expansion of glass depends on the composition of the glass, for example: 

— borosilicate glass D 50: /« 0,000 01 per degree Celsius; 

— borosilicate glass G 20: /« 0,000 015 per degree Celsius; 

— soda glass: /« 0,000 025 to 0,000 030 per degree Celsius. 
Calculate the volume of the pyknometer at a temperature 0^ by Equation (3): 

Vd = Vcl^ + r{0d-(^c)] (3) 

where 

Fj is the volume, in millilitres, of the pyknometer at a temperature 0^; 

V^ is the volume, in millilitres, of the pyknometer at calibration temperature 0^; 

Y is the mean coefficient of cubic expansion of the pyknometer glass, per degree Celsius; 

6(j is the temperature, in degrees Celsius, at which one wants to know the volume of the pyknometer; 

0^ is the temperature (or one of the temperatures), in degrees Celsius, at which the pyknometer was 
calibrated. 

9.2 Calculation of the conventional mass per volume 

Calculate the conventional mass per volume of the test sample, pQ, in grams per millilitre, at the specified or 
required temperature by Equation (4): 

Pe-'^^^i^^KO,-e) (4) 

where 

m.\ is the mass, in grams, of the empty pyknometer with the thermometer and cap or with the stopper; 

»!3 is the mass, in grams, of the pyknometer filled with test sample, including the thermometer and cap 
or stopper; 

V^ is the volume, in millilitres, of the pyknometer at a temperature 6^, 

6(j is the temperature, in degrees Celsius, at which the determination was performed; 

is the temperature, in degrees Celsius, at which the conventional mass per volume is to be 
established; 

k is the mean change in the conventional mass per volume of fat due to the temperature change, in 
grams per millilitre per degree Celsius {k = 0,000 68 g/ml per degree Celsius). 

The value for k of 0,000 68 g/ml per degree Celsius is an approximate mean value for fats. If the actual value 
for k is known, this value should be used in the interest of greater accuracy. 

The corrections in grams per millilitre per degree Celsius may also be used to convert litre weight in air at one 
temperature to another, provided that the differences in temperature are not more than 5 °C. 

Express the result to the nearest 0,000 1 g/ml. 
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10 Precision 

10.1 Interlaboratory tests 

Details of interlaboratory tests on the precision of the method are summarized in Annex A. The values derived 
from these interlaboratory tests may not be applicable to ranges and matrices other than those given. 

10.2 Repeatability 

The absolute difference between two independent single test results, obtained using the same method on 
identical test material in the same laboratory by the same operator using the same equipment within a short 
interval of time, will in not more than 5 % of the cases exceed the value of the repeatability limit, r, given in 
Table A.1. 

10.3 Reproducibility 

The absolute difference between two single test results, obtained using the same method on identical test 
material in different laboratories by different operators using different equipment, will in not more than 5 % of 
the cases exceed the value of the reproducibility limit, R, given in Table A.1 . 



1 1 Test report 

The test report shall specify: 

— all information necessary for the complete identification of the sample; 

— the method of sampling used, if known; 

— the test method used, with reference to this International Standard; 

— the type of pyknometer used; 

— the temperature of determination and the specified or required temperature; 

— any operating details not specified in this International Standard, or regarded as optional, together with 
details of any incidents which may have influenced the test results; 

— the test result obtained, or, if the repeatability has been checked, the final result obtained. 
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Annex A 

(informative) 

Results of interlaboratory tests 



International collaborative tests have been carried out on the method given in this International Standard in 
accordance with ISO 5725-1 and ISO 5725-2. 

The tests on 

— refined bleached and deodorized (RBD) palm olein (A + B), 

— crude coconut oil (C + D), 

— crude rapeseed oil (E + F), and 

— crude degummed rapeseed oil (G) 

were organized by FOSFA International. The results are given in Table A.1 . 

Table A.1 — Precision data 



Sample 


A 


B 


C 


D 


E 


F 


G 


Number of participating laboratories (N) 


53 


52 


35 


35 


54 


54 


87 


Number of laboratories retained after 
eliminating outliers («) 


43 


44 


29 


29 


42 


42 


80 


Number of individual test results of all 
laboratories on each sample (z) 


86 


88 


62 


62 


84 


84 


160 


Mean value (m), g/ml 


0,890 58 


0,890 64 


0,907 32 


0,907 47 


0,904 55 


0,904 53 


0,916 86 


Repeatability standard deviation (.v), 
g/ml 


0,000 08 


0,000 07 


0,000 05 


0,000 07 


0,000 09 


0,000 07 


0,000 10 


Repeatability coefficient of variation, % 


0,009 46 


0,008 03 


0,005 66 


0,007 72 


0,009 66 


0,007 31 


0,010 42 


Repeatability limit, r, g/ml 

{Sr X 2,8) 


0,000 24 


0,000 20 


0,000 14 


0,000 20 


0,000 24 


0,000 19 


0,000 27 


Reproducibility standard deviation (.s^), 
g/ml 


0,000 47 


0,000 71 


0,000 75 


0,000 83 


0,000 49 


0,000 47 


0,000 67 


Reproducibility coefficient of variation, % 


0,052 57 


0,079 57 


0,082 54 


0,091 03 


0,054 36 


0,051 45 


0,072 92 


Reproducibility limit, R, g/ml 
{sk X 2,8) 


0,001 31 


0,001 98 


0,002 10 


0,002 31 


0,001 38 


0,001 30 


0,001 87 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
established in 2010 based on regulation No. 1 93/20 lO.ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (QSAE) which was 
established in 1970. 

ESA 's objectives are:- 

♦J* Develop Ethiopian standards and establish a system that enable to 
check weather goods and services are in compliance with the 
required standards, 

♦ Facilitate the country's technology transfer through the use of 
standards, 

♦ Develop national standards for local products and services so as to 
make them competitive in the international market. 

Ethiopian Standards 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. ^^ 

ESA has the copyright of all its publications. No part of these publications ma^D- 
reproduced in any form without the prior permission in writing of ESA 
International Involvement ^^^^^^^^ 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM).It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 

The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
t^ 011-646 08 80 
BI2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www.ethiostandards.org 
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